The determination of dissolved radon in water supplies by the E-PERM system (electret ionization chamber).
Elevated levels of radon may be found in well waters and individuals who ingest such waters may receive significant radiation doses. This paper discusses the experience of the Radiation Protection Service in using the E-PERM system for measuring dissolved radon in water samples.